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Results 
 
Table 1 Results Summary 

RMS Vibration Amplitude

Location 2 Location 3 Location 4
X Y Z Z Z Z

Parked 0.008 0.013 0.022 0.016 0.017 0.048
City Streets 0.017 0.028 0.042 0.056 0.062 0.051
Country Road 0.025 0.044 0.099 0.101 0.100 0.066
Highway 0.075 0.032 0.063 0.083 0.082 0.075
Construction 0.027 0.047 0.105 0.094 0.112 0.083

Maximum 0.075 0.047 0.105 0.101 0.112 0.083

Shock Amplitude

Location 2 Location 3 Location 4
X Y Z Z Z Z

Parked 0.031 0.052 0.120 0.099 0.099 0.118
City Streets 0.199 0.327 0.700 0.454 0.607 0.429
Country Road 0.210 0.308 0.894 0.895 0.459 0.370
Highway 0.256 0.586 0.973 0.985 0.807 0.781
Construction 0.147 0.321 0.635 0.460 0.509 0.337

Maximum 0.256 0.586 0.973 0.985 0.807 0.781

Location 1

Location 1

 



Conclusion  
A maximum RMS vibration amplitude of 0.11G and a maximum shock of 0.99G 

were recorded. These levels are within the Hologic specifications.  

 

 
 
 


